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Anterior cervical plating is a common procedure that is performed after decompression and recon-
struction in cervical spine surgery. Screw dislodgement is a rare but potential complication of cervical
plating. The common site of screw migration is within the gastrointestinal tract. Our patient is the ﬁrst
reported case of cervical screw dislodgement to the bronchial tree. It presented ten months after the
patient had undergone placement of an anterior cervical locking plate. The dislodgement was conﬁrmed
by X-ray imaging, computed tomography (CT) scan, and bronchoscopy. Spine surgeons should be aware
of this type of complication in case of screw loosening. Early intervention with implant removal should
be considered.
中 文 摘 要
頸椎前路鋼板固定術是在減壓和重建後常用的一種頸椎手術。 螺絲移位是一罕見但潛在的頸椎鋼板固定術後
之併發症。最常見的螺絲移位是在消化道內。我們的病例是第一次有文獻報告的個案，在前頸椎帶鎖鋼板固
定術後10個月，發現螺絲移位至支氣管樹，並利用X光、電腦掃描和支氣管內視鏡確診。當有螺絲出現鬆脫
時，脊柱外科醫生應注意有可能發生這種併發症，並考慮盡早移除植入物。Introduction
Cervical plating is a common procedure that is performed after
anterior cervical decompression and reconstruction. It enhances
the stability of the operated cervical spine and subsequent fusion.
Screw dislodgement is a risk of the procedure. The common site of
dislodgement is within the gastrointestinal tract. We report a pa-
tient who had screw dislodgement into the bronchial tree ten
months after undergoing anterior cervical plating.
Case Report
A 42-year-old manwith ankylosing spondylitis presented with a
neck injury after a fall. He had tetraplegia with sensory level at C7.
X-ray imaging showed a displaced transverse fracture dislocation
over C5/6 (Figure 1). At that time, magnetic resonance imaging
(MRI) showed a displaced transverse fracture across the C6 vertebra
body and posterior column of C5/6, and severe cord edema from C4m.
ngOrthopaedicAssociationandHongKoto C7. Mild to moderate cord compressionwas also noticed. He was
initially stabilized with halo traction. Two weeks later, combined
anterior and posterior spinal stabilization and fusion were per-
formed. A variable angle titanium anterior cervical locking plate
and screws (Synthes, DePuySynthes, Johnson & Johnson, USA) were
applied anteriorly and cable wiring was applied posteriorly
(Figure 2). The plate spanned from C4 to C7 and the wire extended
from C2 to C7. There were no other complications such as wound
infection, chest infection, or esophageal perforation.
The patient had mild difﬁculty in swallowing during his inpa-
tient rehabilitation. Nine months after the operation, X-ray images
of his cervical spine showed that one screw had loosened (Figure 3).
One week later, he had a follow-up examination in the orthopaedic
outpatient clinic. The repeated X-ray images showed one missing
screw (Figure 4). The screw was visible on the chest X-ray.
Computed tomography (CT) scans later conﬁrmed that the screw
had dislodged to the right lower lobe common basal bronchus
(Figure 5A and B). A barium swallow did not show any leakage. A CT
scan of the cervical spine did not show any retropharyngeal
abscess, but did show solid fusion of C5/6. A cardiothoracic team
performed ﬂexible bronchoscopy for screw removal. There was nongCollegeofOrthopaedicSurgeons. PublishedbyElsevier (Singapore)Pte Ltd.All rights reserved.
Figure 1. On the date of injury, the lateral cervical spine X-ray image shows a C5/6
displaced transverse fracture dislocation across a fused cervical spine.
Figure 3. At 10 months, the postoperative follow-up lateral X-ray image shows loos-
ening of one proximal screw.
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chial trees appeared normal during bronchoscopy. At the one year
follow-up assessment, he could tolerate regular diet.Figure 2. The postoperative lateral cervical spine shows good alignment and the im-
plants in situ show slight nonﬂushing of the right uppermost screw head.Discussion
Screw dislodgement after anterior cervical plating is a rare
but potentially devastating complication. The common site of
dislodgement is the gastrointestinal tract. The presentation of
screw dislodgement varies: oral extrusion of a locking screw and
missing anterior cervical plate and screws (presumably passing
without notice through the gastrointestinal tract) have beenFigure 4. At 10 months after surgery, the anteroposterior cervical X-ray image shows
one missing screw at the right most proximal screwhole.
Figure 5. (A) Chest X-ray shows the dislodged screw in the right lower lung (shadow).
(B) Computed tomography scan of the thorax shows the dislodged screw in the
common basal bronchus of the right lower lobe of the lung.
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has never been reported.
Loosening of the screw in our patient likely resulted from tech-
nical errors such as improper insertion of the screw, inadequate
locking mechanism, and insufﬁcient postoperative immobilizationto prevent movement across the motion segments. In retrospective
review of the immediate postoperative X-ray imaging, Figure 2 re-
veals some loosening of the right uppermost screw. His dysphagia
was probably caused by esophageal irritation from the loose screw.
There are two possible paths for the dislodged screw to enter
the bronchial tree. One possibility is aspiration of the “regurgitated
screw” through the vocal cords. The second possibility is that the
screw passed through an esophagotracheal ﬁstula created by the
loose screw. However, we could not conﬁrm the route with
conﬁdence.
In a survey by the Cervical Spine Research Society, esophageal
injury at the time of surgery secondary to sharp instruments occurs
in 25% of all injuries during anterior cervical procedures.3 Implant
failure was the next leading cause of perforation. In 1986, Erwin
Morscher ﬁrst introduced the cervical spine locking plate (CSLP) to
prevent screw dislodgement. The early CSLP required drilling,
tapping, screw insertion, and applying another locking screw onto
the plate. The locking mechanismwas achieved by another smaller
diameter expansion-head screw. The newer design of the anterior
cervical locking plate (ACLP) achieves screw locking by a one-step
locking mechanism. The screw has a threaded conical head for
locking to the plate. The newest addition to the ACLP family is the
Vectra plate. It has the advantage of being constrained (i.e., using all
ﬁx-angle locking screws); semi-constrained (i.e., using all variable-
angle locking screws); or a hybrid (i.e., a combination of ﬁxed and
variable-angle locking screws).4,5 Since the introduction of the
locking plate, the incidence of screw loosening has decreased
markedly.6 A common cause of failure of this implant has never-
theless been related to implant malpositioning. Intraoperative
X-ray monitoring is recommended.
In conclusion, we recommend further investigations in patients
presenting with persistent dysphagia after anterior cervical spine
surgery. A nonﬂushed screw head (whichwas visible on the plate in
the early postoperative X-ray images) should be a warning sign.
Patients should be evaluated for implant-related or graft-related
complications. Early removal of implants is indicated if loose
screws or dislodged plates become evident and if there is radio-
logical progression.References
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